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Calibration and Compensation of Near-Field Scan
Measurements
Jin Shi, Student Member, IEEE, Michael A. Cracraft, Student Member, IEEE, Kevin P. Slattery, Senior Member,
IEEE, Masahiro Yamaguchi, Member, IEEE, and Richard E. DuBroff, Senior Member, IEEE
Abstract—A procedure for the calibration and compensation of
near-field scanning is described and demonstrated. Ultimately, the
objective is to quantify the individual field components associated
with electromagnetic interference (EMI) from high speed circuitry
and devices. Specific examples of these methods are shown. The
effects of compensation are small but noticeable when the uncom-
pensated output signal from near field scanning is already a very
good representation of the field being measured. In other cases, the
improvement provided by compensation can be significant when
the uncompensated output signal bears little resemblance to the
underlying field.
Index Terms—Calibration, compensation, near-field probes,
near-field scanning.
I. INTRODUCTION
N EAR-FIELD scanning measurements are increasingly be-ing used to provide information regarding the electric and
magnetic fields in the vicinity of integrated circuit (IC) chips
and printed circuit boards [1]. A noncontact IC surface near-
field measurement also provides a means to analyze the current
distribution over the chip package. This information may be
helpful in diagnosing EMI problems created by sources on the
chip [2]. Ideally, these measurements should simultaneously ex-
hibit excellent resolution, high sensitivity, and should not disturb
the field being measured [3]. One of the initial probe correction
approaches was proposed by Kerns [4]–[6] in 1963. Plane wave
scattering matrix theory was used to characterize the receiv-
ing properties of a near field probe. This approach assumes
multiple interactions between the probe and device under test
(DUT) are neglected. The theory of probe compensated near-
field measurement by applying the Lorentz reciprocity theorem
was described by Paris et al. [7] and applied to the problem
of determining antenna characteristics including the far-field
pattern. More recently formulations of probe corrected planar
near-field scanning in both frequency and time domains have
been proposed by Hansen and Yaghjian [8], [9]. The present
work described herein is an application of this theory to the
problem of characterizing EMI through the use of near-field
scanning measurements.
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In many cases, the output of the near-field probe is simply
regarded as being directly proportional to the field intensity
at the location of the probe. This does not allow for the fact
that the presence of the probe itself may introduce some per-
turbation in the quantity (field component) being measured. In
addition, the probe may have directional characteristics which
manifest themselves in terms of a probe output that is deter-
mined by more than one field component.
The main purpose of this paper is to develop a procedure for
the calibration of near field scanning probes. This calibration
determines the probe’s receiving characteristics. The character-
istics, in turn, can be used to correct for (compensate) the effects
of the probe in making near field measurements. In this way,
the true unperturbed fields that would have existed in the ab-
sence of the probe could be extracted from the probe’s near-field
measurements.
To examine these limitations more closely, full wave simu-
lations are compared with measurements to show an example
of the tradeoff between probe size, sensitivity, and resolution
in Section II. Section II also contains a discussion of the field
perturbations caused by the proximity between the near-field
probe and the DUT. This part is based entirely on full wave
simulation.
In Section III, we describe a procedure of calibration and
compensation for a probe. A well characterized, precisely manu-
factured probe is used to produce a reference field. The response
of a somewhat imprecise handmade probe to this reference field
is used to deduce a characterization (calibration) of this hand-
made probe. This characterization, in turn, provides the basis
for the probe compensation. The procedure is demonstrated by
using different handmade probes to observe the near-field com-
ponents produced by a known structure. The fields calculated
based on these measurements, with and without calibration, are
then compared with the fields predicted by full wave simulations
and with analytical predictions by quasistatic expressions [10].
The experimental results are presented in Section IV, and the
conclusions are presented in Section V.
II. INFLUENCE OF THE PROBE ON NEAR-FIELD
MEASUREMENTS
The probes considered in this section all consist of a segment
of semirigid coaxial cable terminated in a closed loop. For sim-
plicity these probes will be referred to as magnetic field probes
even though their outputs may technically be functions of both
the electric and magnetic fields. In general, smaller probes will
introduce less disturbance in the field components being mea-
sured, but will also have less sensitivity [3]. A set of three such
0018-9375/$20.00 © 2005 IEEE
SHI et al.: CALIBRATION AND COMPENSATION OF NEAR-FIELD SCAN MEASUREMENTS 643
Fig. 1. Top view of a microstrip structure.
Fig. 2. Magnetic field probes. (a) Square aperture, 1mm by 0.2 mm. (b) Small
elliptical aperture, 5 mm by 3.5 mm. (c) Larger elliptical aperture, 8 mm by
5 mm.
probes having various dimensions was used to observe the fields
produced by the microstrip trace shown in Fig. 1.
The three magnetic field probes used to observe the fields
produced by this structure are shown in Fig. 2.
The first probe, shown in Fig. 2(a), was manufactured on a
printed circuit board (PCB) and has a rectangular loop aper-
ture. The remaining two probes were made by hand. The loop
apertures are roughly elliptical and the aperture sizes shown in
the figure refer to the major and minor axis lengths. The mi-
crostrip structure, shown in Fig. 1, was driven through port 1
of an HP8753D vector network analyzer (VNA), and in each
case the appropriate probe was mounted on a computer con-
trolled positioner. The probe output was connected to port 2 of
the VNA. The computer controlled positioner was programmed
for a square scanning grid of 51 equally spaced steps in the x
Fig. 3. A comparison of measured data for the three magnetic field probes.
Upper left: results from a finite difference time domain (FDTD) simulation;
Upper right: results from the probe in Fig. 2(a); Lower left: results from the
probe in Fig. 2(b); Lower right: results from the probe in Fig. 2(c).
and y directions. The total scan plane area was set to 76.5 mm
by 76.5 mm with a vertical standoff distance of approximately
1 mm between the lowest point of the probe and the microstrip
trace. For the purpose of making comparisons between mea-
surements from different probes as well as comparisons with
full wave simulations, all of the probes were considered to be
oriented in the y direction (i.e., the normal direction to the loop
aperture was parallel to the microstrip trace shown in Fig. 1).
The measured and simulated results, for a frequency of 100
MHz, are shown in Fig. 3.
The result shown in the upper left panel is the simulated
value of the y component of the magnetic field. The results
in the remaining panels are the magnitudes of S21. In order
to compensate for the varying degrees of sensitivity, each plot
has been normalized to display a maximum value of 1 on a
linear scale. The direct simulation (upper left) shows the best
resolution and exhibits no obvious random noise-like pattern.
The upper right panel, in contrast shows comparable resolution
but the effects of background noise are apparent. As the loop
aperture increases further in size (lower left and lower right
panels) the noise becomes less noticeable but at the same time
the resolution seems less sharp. In particular, at a point above the
middle of the microstrip trace (x = y = 0), the y-component of
the magnetic field should be approximately zero. This agrees
with the upper left panel, but not with the lower right panel.
While this set of figures suggests a tradeoff between reso-
lution and probe size, there is also another possible effect that
involves the perturbation of the field due to the presence of
the probe. To examine this effect, numerical full wave simula-
tions were used to consider the effect of the probe on the field
components being measured [10]. A commercially available
transmission line matrix (TLM) method simulation was run for
the fields produced by a microstrip trace in the presence of a
coaxial conductor. The purpose of the coaxial conductor was to
model the probe as a 10 mm long hollow square outer conductor
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Fig. 4. Geometric structures included in the TLM simulation. (a) Geometrical
relationship between the probe and the microstrip. (b) Closeup view of the probe
as modeled in the TLM simulation.
having a cross section of 4 mm by 4 mm. This outer conductor,
in turn, surrounded an inner filamentary conductor and dielec-
tric material. At one end, the outer and inner conductors were
modeled as being joined with a filamentary wire to form a rect-
angular loop. At the other end, the inner and outer conductors
were modeled as being connected through a finite impedance
of 50 Ohms. The vertical stand-off distance between the probe
and the printed circuit board was modeled as 3 mm in this case.
The geometric structures included in the numerical simulation
are shown in Fig. 4.
If the probe is not included in the simulation, the microstrip
structure is quite symmetrical and would be expected to pro-
duce a field distribution that displays a commensurate degree of
symmetry. The magnitudes of the x, y, and z components of the
simulated magnetic field with and without the probe are shown
in Fig. 5.
The first row of Fig. 5 shows the x, y, and z components of
the undisturbed magnetic field produced by the microstrip trace
acting alone. The second row includes the microstrip trace and
the probe. Small changes in the field component can be seen.
In order to make these changes more obvious, the difference
between the first and second rows is shown in the third row for
the x, y, and z components, respectively.
III. CALIBRATION AND COMPENSATION PROCEDURES
Consider a magnetic field of frequency ω, propagating in free
space, and let the plane wave component of the magnetic field
at a horizontal wave vector of kh = kxxˆ + ky yˆ be expressed
as H0(ω,kh) [7], [11], [12]. The contribution of this particular
plane wave component to the magnetic field at some spatial
point, r, is then given by







ω2µε− k2h , k2h ≤ ω2µε
−j√k2h − ω2µε, k2h > ω2µε
r = xxˆ + yyˆ + zzˆ, k2h =
∣∣k2h ∣∣ = k2x + k2y
dkh = dkxdky .
Now consider a probe located so that a fixed reference point
on the probe is at the coordinate system origin. Following
the approach described in [8], the response of this probe to
a monochromatic plane wave component can be expressed
as a linear combination of the x, y, and z components of
d H(r |ω,kh ) so that the corresponding contribution to the
probe’s output can be expressed as




The linear combination coefficients contained within the vec-
tor R(ω,kh) characterize the response of the probe, and the
calibration procedure to be described subsequently consists of
determining these linear combination coefficients.
Therefore, considering the scan plane to correspond to z = 0
and denoting the position vector of a fixed reference point on
the probe by rh = xxˆ + yyˆ, the probe’s output can be expressed
as




Finally, using the superscripts x and y to designate two dif-




























The quantities on the left side represent the probe outputs (in
two different orientations) as a function of the probe’s spatial
position in the scan area and therefore represent experimental
measurements.
In order to obtain the probe characteristics contained within
Rx(ω,kh), for example, the calibration procedure is then as
follows.
1) Connect a radiating structure that produces a known mag-
netic field plane wave spectrum H(1)0 (ω,kh) at a given
angular frequency and record the probe output values as
px1(rh |ω).
2) Connect a different radiating structure that produces a
known magnetic field plane wave spectrum, H(2)0 (ω,kh),
at a given angular frequency and record the probe output
values as px2(rh |ω) while keeping the probe orientation
unchanged.
As described in [8], the linear combination vector,
Rx(ω,kh), is nonunique since for any given value of
(ω,kh) the magnetic field plane wave component sat-
isfies (kh + γzˆ) · H0(ω,kh) = 0. Consequently adding
any constant multiple of (kh + γzˆ) to Rx(ω,kh) will
have no effect in (5), i.e.: [Rx(ω,kh) + 2(kh + γzˆ)] ·
H0(ω,kh) = Rx(ω,kh) · H0(ω,kh). To enable a unique
solution for the three unknown linear combination
coefficients in Rx(ω,kh ), the constraint (kh + γzˆ) ·
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Fig. 5. TLM simulations showing small local magnetic field perturbations caused by the presence of the probe. First row: The x, y, and z components of the
simulated magnetic field when the probe was not included. Second row: The x, y, and z components of the simulated magnetic field when the probe was included.
Third row: Difference between the first and second rows.
Rx(ω,kh) = 0 is imposed. Similarly in the case of
Ry (ω,kh) a constraint of (kh + γzˆ) · Ry (ω,kh) = 0 is
imposed.
3) The recorded measurements, px1(rh |ω) and px2(rh |ω),
are then Fourier transformed from the rh domain to the
kh domain. Since the probes are moved in discrete spatial
steps, this data transformation is actually accomplished
by using a two dimensional discrete Fourier transform.
4) After the data has been transformed into the frequency-
wave number domain the individual linear combination









































A similar procedure is followed to determine the linear com-
bination coefficients contained in Ry (ω,kh).
Once the probe has been adequately characterized by deter-
mining Rx(ω,kh) and Ry (ω,kh), the effect of the probe can be
removed from subsequent measurements made over a different
source (compensation). The steps involved in compensation for
the magnetic field produced by an unknown device under test
(DUT) are as follows:
1) Using the same set of probe orientations, measure and
record the probe output as a function of spatial position in
the scan aperture at a fixed frequency of ω.
2) Transform the measurements, px(rh |ω) and py (rh |ω)
from the spatial domain to the wave number domain.










together with the constraint: (kh + γzˆ) · H0(ω,kh) =
0 for the plane wave spectrum of the magnetic field
H0(ω,kh ).
For the experimental results shown in the next section, the ra-
diating structure used to calibrate the smaller hand built probes
was actually a large square loop probe. The two sets of cali-
bration fields, H(1)0 (ω,kh) and H
(2)
0 (ω,kh), were provided by
646 IEEE TRANSACTIONS ON ELECTROMAGNETIC COMPATIBILITY, VOL. 47, NO. 3, AUGUST 2005
Fig. 6. Two different orientations of the calibration source. (a) A square loop
current flowing in the xz plane. (b) A square loop current flowing in the yz
plane.
using the same radiating structure in two different orientations,
as shown in Fig. 6(a) and (b).
A quasi-static approximate expression, described in [10], was
used to provide the values of the calibration fields.
IV. EXPERIMENTAL AND NUMERICAL RESULTS
Fig. 7 compares the results of a full wave (FDTD) simula-
tion, uncompensated measurements, and compensated measure-
ments for the y component of the magnetic field produced by the
microstrip trace of Fig. 1. The gray scale plots in this and all sub-
sequent figures have been normalized to a maximum value of 1.
A second example was obtained by replacing the microstrip
structure with a square loop in a horizontal plane. The scan area
and spatial sampling interval were the same as in the previous
microstrip example. The coordinate origin was taken as the
center of the scan area and it was intended that the center of the
Fig. 7. The effects of probe compensation on the measurement of Hy . (FDTD
simulation: the magnitude of Hy from full wave numerical FDTD simulation;
Uncompensated: the magnitude of S21 obtained directly from VNA measure-
ments of the probe’s output; Compensated: the magnitude of Hy as calculated
by the compensation procedure.)
Fig. 8. Compensation results for the magnetic field components produced by a
square loop using a magnetic field probe. Top row: |S21| for probes oriented in
the x and y directions. Middle row: magnitude of the magnetic field components
in the x, y, and z directions as calculated by an analytical approximation [10].
Third row: magnitude of the magnetic field components in the x, y, and z
directions determined by applying probe compensation to the measurements in
the first two rows.
square current loop should be directly beneath the center of the
scan area with the sides of the square current loop being parallel
to the sides of the scan area.
The second and third rows of this figure include the magnitude
of the z component of the magnetic field. In the case of the third
row, however, the value of this component is inferred from the
compensated values of the other two magnetic field components
since
kxHx(ω, kx, ky ) + kyHy (ω, kx, ky ) + γHz (ω, kx, ky ) = 0
(8)
in the wavenumber domain.
A more detailed comparison can be obtained from various
cuts through the gray scale contour plots. For example, along
the line y = 0, the contour plots in the leftmost column of Fig. 8
can be redrawn as ordinary line plots as shown in Fig. 9. A
similar comparison can be made for middle column of Fig. 8
by considering cuts through the line x = 0. This comparison is
shown in Fig. 10.
We will now consider probes that do not contain a closed
wire loop. For simplicity these probes will be referred to as
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Fig. 9. A comparison of the uncompensated output for a probe (|S21|) oriented
in the x direction, the magnitude of Hx obtained from an analytical expression;
and the magnitude of Hx resulting from compensation of the probe output. The
y coordinate in this graph was fixed at 0.
Fig. 10. A comparison of the uncompensated output for a probe (|S21|) ori-
ented in the y direction, the magnitude of Hy obtained from an analytical
expression; and the magnitude of Hy resulting from compensation of the probe
output. The x coordinate in this graph was fixed at 0.
electric field probes even though their outputs may technically
be functions of both the electric and magnetic fields. The electric
field probes considered in this section all consist of a segment
of semirigid coaxial cable and an extended inner conductor as
shown in Fig. 11(a)–(d). The probe shown in Fig. 11(c) has a
curved center conductor folded back to form a small gap with
the outer conductor.
These electric field probes were connected, one at a time, to
port 2 of the vector network analyzer. Port 1 of the vector net-
work analyzer was connected to the square current loop shown
in Fig. 6(a) and (b) with the current loop oriented parallel to
Fig. 11. Four electric field probes.
Fig. 12. The magnitude of S21 for the four electric field probes shown in Fig.
11. Upper left: Electric field probe (a). Upper right: Electric field probe (b).
Lower left: Electric field probe (c). Lower right: Electric field probe (d).
the xy plane. Fig. 12 shows the measurements using the probes
shown in Fig. 11.
In the case of electric field probes (b)–(d), the probes were
oriented so that the horizontal portions of the probe were parallel
to the y axis. Electric field probe (a) had no horizontal portion.
It can be seen in this figure that the outputs of probes (a)–(c) are
very similar. Because the horizontal segments of all four probes
are zero or extremely short compared to a wavelength at 100
MHz, all probes exhibited very little sensitivity to orientation.
Unfortunately, this insensitivity to orientation also made probe
compensation considerably less satisfactory.
Focusing on electric field probe (d), the compensation and
calibration procedures used for the magnetic field probe were
also applied to the electric field probe. The objective was then
to determine the magnetic field produced when the square loop
of Fig. 6(a) and (b) was oriented in the horizontal plane. The
uncompensated VNA measurements, the analytical predictions,
and the compensated probe outputs are shown in the first, the
second, and the third row of Fig. 13, respectively.
Orientations in the x and y directions for electric field probe
(d) in this figure refer to whether the horizontal segment of
the probe was parallel to the x axis or parallel to the y axis,
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Fig. 13. Compensation results for the magnetic field components produced by a square loop using an electric field probe. Top row: Magnitude of S21 for electric
field probe (d) oriented in the x and y directions. Middle row: magnitude of the magnetic field components in the x, y, and z directions as calculated by an
analytical approximation [10]. Third row: magnitude of the magnetic field components in the x, y, and z directions determined by applying probe compensation
to the measurements in the first two rows.
Fig. 14. A comparison of the uncompensated output for a probe (|S21|) ori-
ented in the x direction, the magnitude of Hx obtained from an analytical
expression; and the magnitude of Hx resulting from the compensation of the
probe output.
respectively. Comparing this figure with Fig. 8, the resolution
shown in the last two rows of the present figure is considerably
lower. However, due to the differences in mechanical construc-
tion between electric field probe (d) and the magnetic field
probes, the vertical standoff distance for electric field probe (d)
had to be increased to 6 mm. To facilitate a detailed comparison,
the contour plots in the leftmost column of Fig. 13 can be re-
Fig. 15. A comparison of the uncompensated output for a probe (|S21|) ori-
ented in the y direction, the magnitude of Hy obtained from an analytical
expression [10]; and the magnitude of Hy resulting from the compensation of
the probe output.
drawn as ordinary line plots as shown in Fig. 14, for the case
y = 0.
A similar comparison can be made for the middle column
of Fig. 13 by considering cuts through the line x = 0. This
comparison is shown in Fig. 15.
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Fig. 16. Compensation results for the magnetic field components produced by a square loop using an electric field probe. Top row: Magnitude of S21 for electric
field probe c oriented in the x and y directions; Middle row: magnitude of the magnetic field components in the x, y, and z directions as calculated by an analytical
approximation [10]; Third row: magnitude of the magnetic field components in the x, y, and z directions determined by applying probe compensation to the
measurements in the first two rows.
As previously mentioned the calibration and compensation
procedure used for electric field probe (d) did not work as well
for electric field probe (c).
As can be seen from the top row of Fig. 16, changing the
orientation of probe (c) does produce a slight change in the
pattern of |S21| as a function of position. However, the change
is not nearly as significant as the change shown in the top row
of Fig. 13 for electric field probe (d). This may explain why the
comparison between rows 2 and 3 of Fig. 13 is much closer than
the comparison between rows 2 and 3 for Fig. 16.
V. SUMMARY AND CONCLUSION
Near-field measurements and numerical simulations have
suggested that the measurement probe does, to some degree,
disturb the field it is measuring. A measurement probe having
small dimensions will introduce a small disturbance to the near-
field measurement and will have high spatial resolution. Both
magnetic field and electric field components will contribute to
the output of a measurement probe. For some cases the magnetic
field may be dominant, in other cases the electric field may be
dominant.
A procedure for calibration and compensation of a near-field
scanning measurement for various probes was developed and de-
scribed. Experimental results demonstrated that this technique
can improve not only the resolution of the results obtained from
magnetic field probes but also the results from electric field
probes under appropriate conditions. All of the calibration and
compensation procedures described were performed in the fre-
quency domain so that this technique determines the fields one
frequency at a time.
The calibration and compensation examples presented all
showed some improvement in resolution when compared with
the raw measurements of S21. However, it should be noted that
improvements in resolution may generally come at the expense
of some increase in low level noise. This was demonstrated par-
ticularly by the magnetic field probe results. Since the methods
proposed herein were based heavily on discrete Fourier trans-
formations, it is important that some care must be given to spec-
ifying an adequate overall scan area and ensuring that the scan
area sampling is sufficiently dense. These considerations should
help to minimize the amount of low level noise introduced by
these methods.
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